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SFWMD Chemistry Laboratory

Total Phosphorus MDL Calculation

kab 1D# Date Result Units Lab ID# Dgte Result Units
WG13313-1  9/25/02 0.004 mg/L WG13711-1 11/12/02 0.004 mg/L
WGE13315-1  9/26/02 0.004 mg/L WG13727-1 1113/02  0.005 mg/L
WG13314-1 9/26/02 0,004 mg/L WG13728-1 11/13/02  0.004 mg/L
WG13340-1 9/26/02  0.004 mg/l. WG13740-1 11/14/02 0.005 mg/L
WG13333-1 9/27/02 0.004 mg/L WG13741-1 11/14/02  0.004 mg/L.
WG13348-1 9/30/02  0.004 ma/L WGEI13759-1 11/14/02 0.004 mg/L
WG13368-1 10/1/02 0.004 mg/L WG13754-1 11/15/02 0.004 mg/L
WGE13365-1 10/1/02 0.004 mg/L WGE13772-1 11/15/02  0.004 mg/L
WG13373-1 10/2/02 0.004 mg/L WG13768-1 11/18/02 0.004 mg/L
WG13386-1  10/3/062 0.004 mg/L . WG13780-1 11/39/02  0.004 mg/L
WGE13387-1  10/3/02 0.004 mg/L WGE13790-1 11/20/02 0.003 mg/L
WGE13388-1  10/3/02 0.004 mg/L WG13805-1 11/21/02  0.004 mg/L
WGE13404-1  10/3/02 0.005 mg/L WGE13801-1 11/21/02 0.004 mg/L
WGE13399-1 10/4/02 0.004 mg/L WG13817-1 11/21/02 0.004 mg/L
WG13407-1 10/7/02 0.004 mg/L WG13807-1 11/22/G2  0.004 mg/L
WG13415-1 10/8/02 0004 mg/L WGE13819-1 11/25/02 0.004 mg/L
WG13425-1 10/¢/02 0.004 mg/L WG13835-1 11/26/02 0.004 mg/L
WG13441-1 10/9/02  0.004 mg/L WG13831-1 11/26/02  0.005 mg/L
WG13446-1 10/10/02 0,004 mg/L WG13827-1 11/26/02 0.004 mg/L
WG13447-1 10/10/02  0.004 mg/L WG13842-1 11/27/02 0.004 mg/L
WG13455-1 10/10/02  0.004 mg/L wG13876-1 12/3/02 0.004 mg/L
WE13467-1 10/10/02 0.004 mg/L we13854-1 12/3/02 0.005 mg/L
WG13463-1 10411702 0.004 mg/L WG13881-1  12/4/02 0.003 mg/L
WG13475-1 10/14/02  0.004 mg/L WG13879-1 12/4/02 0,004 mg/L
WG13476-1 10/156/02  0.004 mg/L WG13898-1 12/5/02 0.004 mg/L
WG13491-1 10/16/02  0.004 mg/L WG13897-1 12/9/02 0.004 mg/l
WGE13500-1 10/16/02  0.004 mg/L WG13932-1 12/10/02  0.004 mg/L
WG136802-1 10/17/02  0.004 mg/L WG13910-1 12/10/02  0.004 mg/L
WGE13506-1 10/17/02  0.004 mg/L WG13944-1 12/11/02  0.004 mg/L
WG135156-1 10/17/02  0.004 mg/L WG13945-1 12/11/02  0.004 rmg/L
WG13523-1 10/17/02 0.004 mg/L WG13954-1 12/11/02 0,004 mg/L
WG13519-1 10/18/02  0.004 mg/L WG13961-1 12/12/02  0.004 mg/L
WG13538-1 10/22/02  0.004 mg/L WG13960-1 12/12/02  0.004 mg/L
WG13548-1 10/23/02  0.004 mg/L WG13977-1 12/13/02  0.004 mg/L
WGE13588-1 10/23/02  0.003 mg/L WG13983-1 12/13/02 0.004 mg/L
WG13567-1 10/23/02  0.004 mg/L WG13969-1 12/16/02  0.004 mg/L
WG13566-1 10/24/02  0.004 mg/L WG13994-1 12/17/02  0.004 mg/L
WG13575-1 10/25/02  G.004 mg/L WG13993-1 12/17/02  0.004 mg/L
WGE13591-1 10/25/02 G.004 mg/L WG14011-1 12/18/02  Q.004 mg/L
WGE13599-1 10/28/02  0.003 mg/L WG14033-1 12/19/02  0.004 mg/L
WG13603-1 10/29/02  0.004 mg/L WG14023-1 12/19/02  0.004 mg/L
WG13604-1 10/29/02  0.004 ma/l WG14086-1 12/23/02  0.004 mg/L
WG13611-1 10/29/02 0.005 mg/L WG14035-1 12/23/02 0.004 ma/L
WG13613-1 10/30/02  0.004 mg/L WG14061-1 12/26/02  0.004 mg/L
WG13614-1 10/30/02  0.004 mg/L WG14064-1 12/26/02 0.004 mg/L
WG13628-1 10/31/02  0.004 mg/L

WG13647-1 10/31/02  0.004 mg/L Average: 0.00403
WG13629-1 11/1/02 0.004 mg/L Sid Dev:  0.00035
WG13642-1  11/4/02 0.004 mg/L t(99%, N-1): 2.36
WG13666-1 11/6/02  0.004 mg/L MDL: 0.001

WG13679-1 11/5/02 0.005 mg/L
WGE13680-1 11/5/02 0.004 mg/L
WG13682-1 11/6/02 0.004 mg/L.
WG13693-1 11/7/02 0.004 mg/L
WG13694-1 11/7/02  0.004 mg/L
WG13696-1 11/7/02 0.004 mg/L
WGE13718-1 11/7/02 0.004 mg/L
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40 CFR - CHAPTER I - PART 136

Appendix B to Part 136 -- Definition and Procedure for the
Determination of the Method Detection Limit -- Revision 1.11

Definition

The method detection limit (MDL) is defined as the minimum concentration of a
substance that can be measured and reported with 99% confidence that the
analyte concentration is greater than zero and is determined from analysis of a
sample in a given matrix containing the analyte.

Scope and Application

This procedure is designed for applicability to a wide variety of sample types
ranging from reagent (blank) water containing analyte to wastewater
containing analyte. The MDL for an analytical procedure may vary as a function
of sample type. The procedure requires a complete, specific, and well defined
-analytical method. It is essential that all sample processing steps of the

analytical method be included in the determination of the method detectlon
limit.

The MDL obtained by this procedure is used to judge the significance of a single
measurement of a future sample. :

The MDL procedure was designed for applicability to a broad variety of physical
and chemical methods. To accomplish this, the procedure was made device- or
instrument-independent.

Procedure
1. Make an estimate of the detection limit using one of the following:

(a) The concentration value that corresponds to an instrument signai/noise in
the range of 2.5 to 5.

(b) The concentration equivalent of three times the standard deviation of
replicate instrumental measurements of the analyte in reagent water.
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(c) That region of the standard curve where there is a significant changein
sensitivity, i.e., a break in the slope of the standard curve.

(d) Instrumental limitations.

It is recognized that the experience of the analyst is important to this process.
However, the analyst must include the above considerations in the initial
estimate of the detection limit.

2. Prepare reagent (blank) water that is as free of analyte as possible. Reagent
or interference free water is defined as a water sample in which analyte and
interferent concentrations are not detected at the method detection limit of
each analyte of interest. Interferences are defined as systematic errors in the
measured analytical signal of an established procedure caused by the presence
of interfering species (interferent). The interferent concentration is
presupposed to be normally distributed in representative samples of a given
matrix. .

3. (a) If the MDL is to be determined in reagent (biank) water, prepare a
laboratory standard (analyte in reagent water) at a concentration which is at
least equal to or in the same concentration range as the estimated method
detection limit. {(Recommend between 1 and 5 times the estimated method
detection limit.) Proceed to Step 4.

(b) If the MDL is to be determined in another sample matrix, analyze the
sample. If the measured level of the analyte is in the recommended range of
one to five times the estimated detection limit, proceed to Step 4. ‘

If the measured level of analyte is less than the estimated detection limit, add
a known-amount of analyte to bring the level of analyte between one and five
times the estimated detection limit.

If the measured level of analyte is greater than five times the estimated
detection limit, there are two options.

(1) Obtain another sample with a lower level of analyte in the same matrix if
possible.

(2) The sample may be used as is for determining the method detection limit if
the analyte level does not exceed 10 times the MDL of the analyte in reagent
water. The variance of the analytical method changes as the analyte
concentration increases from the MDL, hence the MDL determined under these
circumstances may not truly reflect method variance at lower analyte
concentrations.

4. (a) Take a minimum of seven aliquots of the sample to be used to calcuiate
the method detection limit and process each through the entire analytical
method. Make all computations according to the defined method with final
results in the method reporting units. If a blank measurement is required to
calculate the measured level of analyte, obtain a separate blank measurement
for each sample aliquot analyzed. The average blank measurement is
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subtracted from the respective sample measurements.

(b) It may be economically and technically desirable to evaluate the estimated
method detection limit before proceeding with 4a. This will: (1) Prevent
repeating this entire procedure when the costs of analyses are high and (2)
insure that the procedure is being conducted at the correct concentration. It is
quite possible that an inflated MDL will be calculated from data obtained at
many times the real MDL even though the level of analyte is less than five
times the calculated method detection limit. To insure that the estimate of the
method detection limit is a good estimate, it is necessary to determine that a
lower concentration of analyte will not result in a significantly lower method
detection limit. Take two aliquots of the sample to be used to calculate the
method detection limit and process each through the entire method, including
blank measurements as described above in 4a. Evaluate these data:

(1) If these measurements indicate the sample is in desirable range for
determination of the MDL, take five additional aliquots and proceed. Use all
seven measurements for calculation of the MDL.

(2) If these measurements indicate the sample is not in correct range,
reestimate the MDL, obtain new sample as in 3 and repeat either 4a or 4b.

5. Calculate the variance (S 2) and standard deviation (S) of the replicate
measurements, as follows: :

S:=n_1:_1_ ixiz_ =1 S=(S’2)IT

where:

X1; i=1 to n, are the analytical results in the final method reporting units
obtained from the n sample aliquots and Z refers to the sum of the X values
from i=lto n.

6. (a) Compute the MDL as follows:

MDL = t(n&hyphen;1,18&hyphen;a&equals;0.99) (S)

where:

MDL = the method detection limit

t(n&hyphen;1,1&hyphen;a8equals;.99) = the students' t value appropriate for
a 999% confidence level and a standard deviation estimate with n-1 degrees of
freedom. See Table.

S = standard deviation of the replicate analyses.

(b) The 95% confidence interval estimates for the MDL derivec__l in 6a are



computed according to the following equations derived from percentiles of the
chi square over degrees of freedom distribution (x 2/df).

LCL = 0.64 MDL
UCL = 2.20 MDL

where: LCL and UCL are the lower and upper 95% confidence limits
respectively based on seven aliquots.

7. Optional iterative procedure to verify the reasonableness of the estimate of
the MDL and subsequent MDL determinations.

ka) If this is the initial attempt to compute MDL based on the estimate of MDL
formulated in Step 1, take the MDL as calculated in Step 6, spike the matrix at
this calculated MDL and proceed through the procedure starting with Step 4.

(b) If this is the second or later iteration of the MDL calculation, use S2 from
the current MDL calculation and S2 from the previous MDL calculation to
compute the F-ratio. The F-ratio is calculated by substituting the larger S2 into
the numerator S2A and the other into the denominator S2B. The computed F-
ratio is then compared with the F-ratio found in the table which is 3.05 as
follows: if S2A/S2B<3.05, then compute the pooled standard deviation by the

following equation:

o [esaresi]’
pocked 12

if S2A/S2B>3.05, respike at the most recent calculated MDL and process the
samples through the procedure starting with Step 4. If the most recent -
calculated MDL does not permit qualitative identification when samples are
spiked at that level, report the MDL as a concentration between the current and
previous MDL which permits qualitative identification.

(c) Use the Spooled as calculated in 7b to compute The final MDL according to
the following equation:

' MDL=2.681 (Spooled)
where 2.681 is equal to t(12,1 «=.99).

(d) The 95% confidence limits for MDL derived in 7c are computed according to
the following equations derived from precentiles of the chi squared over
degrees of freedom distribution.

LCL=0.72 MDL
UCL=1.65 MDL where LCL and UCL are the lower and upper 95% confidence

limits respectively based on 14 aliquots.

Tables of Students' t Values at the 99 Percent Confidence Level



Degrees

of
Number of replicates freedom t<INF>cn-1, .
(n-1)
2SS 6 3.143
P 7 2.998
. 8 2.896
1 T 9 2.821
1 1 10 C2.764
1 15 2.602
7 P 20 2.528
7 - S P 25 2.485
1 0 30 2.457
Bl e ittt et et e et e e 60 2.3%C
00 00 2.326
Reporting

The analytical method used must be specifically identified by number or title
ald the MDL for each analyte expressed in the appropriate method reporting
units. If the analytical method permits options which affect the method
detection limit, these conditions must be specified with the MDL value. The
~ sample matrix used to determine the MDL must also be identified with MDL
value. Report the mean analyte level with the MDL and indicate if the MDL
procedure was iterated. If a laboratory standard or a sample that contained a
known amount analyte was used for this determination, also report the mean
recovery. '

If the level of analyte in the sample was below the determined MDL or exceeds
10 times the MDL of the analyte in reagent water, do not report a value for the
MDL.

[49 FR 43430, Oct. 26, 1984; 50 FR 694, 696, Jan. 4, 1985, as amended at 51
FR 23703, June 30, 1986]



